An unusual presentation of Teflon granuloma: case report and discussion.
For more than 25 years, Teflon was the most commonly used material for injection laryngoplasty. However, the incidence of Teflon granuloma and the consequent deterioration of glottic function ultimately led to the development of other injectable materials, and as a result, Teflon granulomas are no longer frequently encountered. We present a case of Teflon granuloma that was unusual in that (1) a long period of time had elapsed between the injection and the granuloma formation and (2) there was no change in the patient's glottic function.